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The  Defense  Civil  Preparedness  Agency  (DCPA)  has  a requirement  for  a shelter 
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by  means  of  a dose-calibrated  gray  scale.  _ 
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INTRODUCTION 

Radiological  instruments  are  required  for  emergeiicy  operations  directed 
at  the  survival  of  citizens  in  the  event  of  a nuclear  attack.  To  this  end, 
the  Defense  Civil  Preparedness  Agency  has  a requirement  for  gamma  dosimeters 
for  monitoring  in  fallout  shelters.  Requirements  for  such  dosimeters  differ 
significantly  from  other  types  of  dosimeters  such  as  chose  for  field  or  lab- 
oratory use. 

The  most  important  requirement  of  a shelter  dosimeter  is  its  reliability. 
It  should  be  capable  of  storage  in  a civil  defense  shelter  or  in  secure  re- 
positories for  many  years  without  maintenance  or  recallbration  and  be  instant- 
ly available  for  use  in  case  of  need.  Other  pertinent  requirements  are: 

1)  Its  range,  dictated  by  its  application  in  monitoring  exposure  of  personnel 
during  a nuclear  war  or  nuclear  disaster,  should  provide  readings  from  about 
20  rad  (tissue)  up  to  t^e  lethal  dose  of  about  1000  rad  (tissue).  2)  It  must 
be  self-contained,  requiring  neither  separate  readout  device  nor  power  source. 
3)  It  must  be  easy  to  operate  and  interpret.  U)  It  must  be  a low-cost  in- 
strument capable  of  being  mass  produced. 

For  strategic  nuclear  weapons,  which  apply  in  the  case  of  Civil  Defense, 
the  range  of  total  destruction  is  larger  than  the  range  of  fast  neutrons; 
therefore  only  the  response  of  the  dosimeter  to  gamma  rays  produced  by  radio- 
active isotopes  (e.g. , from  fallout)  is  of  interest.  The  utilization  of  the 
radiation-induced  darkening  of  glasses  or  plastics  is  an  approach  which  c i 
satisfy  all  these  requirements. 

BASIC  PRINCIPLE  OF  OPERATION 

Ionizing  radiation  such  as  gamma  rays  darkens  glass  by  producing  absorp- 
tion centers.  The  value  of  the  resulting  absorption  coefficient  (u)  depends 
on  the  density  of  these  absorption  centers  as  well  as  the  type  of  glass  and 
the  wavelength  (A)  of  the  light  transmitted.  The  transparency  (T)  can  be 
expressed  in  general  as 

T = exp  [];-u(D,A):iJ 

where  x is  the  thickness  of  the  glass  and  D is  the  delivered  dose.  In  most 
cases  the  density  of  centers  is  linear  with  dose;  therefore  the  absorption 
coefficient  can  be  written 

U(D,A)  = D k(A) 

where  k(A)  depends  only  on  the  type  of  glass. 


To  Induce  significant  darkening  in  small  thicknesses  of  glass,  large 
doses  are  required.  Various  glass  dosimeters  are  thus  commonly  used  for 
measurements  of  high  gamma  doses  (in  the  range  of  lO^-lO^  rads).^  To  utilize 
the  effect  for  personnel  dosimetry,  the  sensitivity  must  be  raised  by  drasti- 
cally increasing  the  thickness  of  the  glass.  This  is  accomplished  in  practice 


1.  Frank  H.  Attix  and  William  C.  Roesch,  Radiation  Dosimetry  (Academic  Press, 
New  York,  1966),  pp.  248-257. 
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by  the  use  of  optical  fibers.  Figure  1 illustrates  both  the  basic  principle 
of  such  a dosimeter  and  the  finished  working  prototype.  Two  pieces  of  optical 
fiber,  one  short  and  the  other  much  longer,  are  arranged  so  that  the  same 
light  Intensity  is  Incident  on  one  end  of  each.  Exposure  to  gamma  rays  dark- 
ens both  pieces,  the  longer  one  much  more  severely.  After  Irradiation,  the 
light  intensities  emerging  from  the  opposite  ends  are  compared  visually  and 
equalized  by  attenuating  the  light  incident  on  the  short  piece  by  movement  of 
a transmission  gray  scale.  The  dose  can  then  be  read  out  by  means  of  a cali- 
brated dose  scale  attached  to  the  gray  scale. 

CONSTRUCTION  OF  PROTOTYPE  FIBER-OPTICS  DOSIMETERS 


We  constructed  30  identical  working  models  of  such  fiber-optics  dosimeters 
to  test  their  operational  parameters  using  Corning  5010  fiber  (lead  silicate 
with  boroslllcate  cladding,  numerical  aperture  - 0.67).  It  is  a "high  loss" 
fiber  with  the  normal  attenuation  of  I dB  m“^  for  red  light.  Three  hundred 
and  eighty  Individual  0.04-mm  diameter  fibers  are  bundled  in  plastic  tubing 
of  approximately  2 mm  outside  diameter.  This  type  of  fiber  was  chosen  be- 
cause its  radiation-induced  darkening  was  more  permanent  than  that  of  other 
conmercially  available  cables  which  were  tried.  It  also  exhibited  a strong 
response  to  radiation,  permitting  use  of  relatively  short  lengths.  The  wave- 
length dependence  and  permanence  of  the  radiation-induced  darkening  for  this 
fiber-optics  cable  is  shown  in  Figure  2.  The  darkening  effect  was  strongest 
in  the  blue  region  and  most  permanent  there.  Blue  was  therefore  chosen  as 
the  region  of  operation.  The  length  of  the  long  piece  of  fiber  was  chosen 
to  be  160  cm.  One  thousand  rad  (tissue)  of  ^®Co  gamma  rays  changed  the 
transparency  of  that  length  in  the  blue  region  by  a factor  of  400  (corres- 
ponding to  a change  in  density  of  1.6).  This  was  found  to  be  within  a con- 
venient range  of  operation. 

The  readout  of  the  instrument  depends  on  making  two  areas  of  light  appear 
equal  in  intensity  to  the  viewer's  eye;  thus  the  psychophysical  effects  in 
human  vision  had  to  be  considered.  It  is  difficult  to  compare  accurately  the 
Intensities  of  two  areas  of  light  of  different  color.  The  fiber  exposed  to 
radiation  appears  red  brown.  Placing  a filter  of  blue  glass  at  the  light  in- 
put of  the  instrument  eliminated  this  problem.  The  blue  filter  stongly  re- 
duces the  incident  light,  requiring  a high  input  intensity  such  as  strong 
daylight.  This  can  be  corrected  in  future  models  by  using  Instead  of  a gray 
scale  a scale  resembling  in  color  the  radiation  affected  fiber  and  leaving 
the  filter  out  entirely. 

Another  psychophysical  effect  to  be  considered  is  the  difficulty  in  de- 
ciding visually  if  two  light  spots  are  equal  when  they  have  a borderline  be- 
tween them.  The  most  accurate  reading  can  be  taken  if  at  the  setting  for 
equal  brightness  the  light  spots  melt  into  a single  light  spot.  To  obtain 
this  the  fibers  of  the  long  and  of  the  short  bundles  are  compressed  Into  a 
single  bundle  at  the  output  end  and  glued  together  with  epoxy.  The  reading 
is  taken  by  looking  through  the  magnifying  lens  at  the  output  and  rotating 
the  gray  scale  in  front  of  the  short  fiber  until  the  circular  blue  spot  which 
is  subdivided  into  two  irregular  regions  of  darker  and  lighter  shades  becomes 
closest  to  a circle  of  uniform  blue  light.  Nonuniformity  in  the  appearance 
of  the  dots  formed  by  individual  fibers  caused  some  difficulty  in  reading  out 
the  dose.  This  can  be  alleviated  by  more  carefully  polishing  the  cutoff 
ends  of  the  fibers. 


Figure  1.  Principle  of  operation  and  construction  of  prototypes  of  the 
fiber-optics  shelter  dosimeter 

1 - Short  fiber  bundle  9 - Joined  fiber  bundles 

2 - Coll  of  long  fiber  bundle  10  - Readout  lens  (acrylic  plastic) 

3 - Light  input  window  11  - Pivot  block  for  top  cover 

4 - Blue  filter  (glass)  12  - Body  (phenolic  plastic) 

5 - Mounting  block  for  fibers  13  - Rotating  top  cover  (acrylic 

(phenolic  plastic)  plastic) 

6 - Slot  for  the  gray  scale  14  - Readout  marker 

7 - Gray  scale  (photographic  film)  15  - Focal  plane 

8 - Readout  scale 


TRANSPARENCY  RATIO 


WAVELENGTH  (t^m) 


Figure  2.  Ratio  of  transparency  after  irradiation  with  1000  rad 

(tissue)  ^®Co  gamma  rays  to  transparency  before  irradi- 
ation as  a function  of  wavelength. 


The  instrument  Is  contained  In  a flat  cylindrical  box  10  cm  in  diameter 
and  1.3  cm  high  (see  Figure  1).  Both  the  gray  scale  and  the  readout  scale 
are  mounted  on  one  edge  of  the  cover,  which  can  be  rotated  relative  to  a 
readout  marker  on  the  body  of  the  Instrument. 

CALIBRATION  AND  PERFORMANCE 

Two  of  the  instruments  were  sacrificed  to  obtain  scale  calibration  for 
the  remaining  ones.  They  were  exposed  to  ^®Co  gamma  rays  in  Increments  of 
50  rads  and  the  dose  was  plotted  against  the  average  of  two  independent  visual 
readings  of  the  corresponding  position  on  the  gray  scale  (Figure  3).  The 
readings  are  surprisingly  reproducible  considering  the  crudeness  of  the  de- 
vice and  line  up  closely  with  the  best  fit  curve.  The  scale  obtained  in  this 
manner  was  inscribed  on  the  periphery  of  the  rotatable  covers  of  the  remain- 
ing Instruments. 

The  following  operating  instructions  were  attached  to  the  dosimeter: 

NUCLEAR  RADIATION 
FIBER-OPTICS  DOSIMETER 

OPERATING  INSTRUCTIONS 

When  the  recessed  window  is  aimed  Coward  a bright 
light,  an  irregular  pattern  of  blue  dots  will  be 
visible  in  Che  viewer  opposite.  While  looking 
through  the  viewer,  rotate  Che  black  disk  until 
Che  changing  intensity  of  half  Che  dots  best  matches 
the  fixed  intensity  of  the  other  half.  The  accumu- 
lated dose,  in  rads  (tissue),  can  then  be  read 
directly  from  the  position  of  the  pointer  on  the 
scale  on  Che  edge  of  the  disk.  Take  a total  of 
3 readings  and  average  the  results. 


PERSISTENCE  OF  READING 


In  all  types  of  glass  the  radiation-induced  darkening  fades  with  time. 
The  extent  of  fading  depends  on  the  type  of  glass,  the  wavelength  of  the 
transmitted  light,  and  the  ambient  temperature.  This  introduces  errors  in 
readout  which  make  many  types  of  glass  useless  for  dosimetry.  In  the  fibers 
used  here  the  rate  of  room  temperature  fading  is  considerable  within  the 
first  several  hours  but  then  slows  to  a very  low  value.  Successive  readings 
after  delays  of  four  months  have  changed  by  only  about  10%.  Exposure  to 
high  ambient  temperatures  accelerates  the  fading  significantly  and  tempera- 
tures of  approximately  60°C  reduce  the  reading  by  about  50%  within  a day. 


We  have  found  a way  to  reduce  the  fading  of  the  lead  silicate  fiber. 
Exposure  to  a dose  of  2x10^  rad  (tissue)  darkens  the  fiber  very  strongly. 

This  darkening  can  be  partially  annealed  by  keeping  the  fiber  for  12  hours 
at  a temperature  of  200^0.  Subsequent  exposures  produce  darkening  which 
fades  at  a slower  rate  than  in  an  untreated  fiber.  We  did  not  use  this 
treatment  for  dosimeters  described  here  because  the  normal  fading  did  not 
seriously  affect  the  operation  of  a shelter  dosimeter,  whose  accuracy  re- 
quirements are  not  very  stringent.  Other  types  of  glass  such  as  boroslllcates 
show  a higher  persistence  even  at  elevated  temperatures  and  are  being  con- 
sidered for  this  application. 
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ERED  DOSE  (TISSUE  RADS) 
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SCALE  ANGLE  OF  THE  GRAY  SCALE  (DEGREES) 


READOUT  SCALE  (TISSUE  RADS) 


Figure  3.  Calibration  of  the  fiber-optics  dosimeter.  Dose  of  Co  gamma 
rays  (delivered  in  50  rad  increments)  versus  scale  angle  of 
the  gray  scale.  The  readout  scale  at  bottom  was  constructed 
by  projecting  the  dose  at  left  from  the  best  fit  curve. 
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The  best  solution  of  the  fading  problem  appears  to  be  the  use  of  single 
plastic  fibers  approximately  1 mm  In  diameter,  which  change  color  permanently 
when  exposed  to  radiation.  Such  plastics  are  routinely  used  in  dosimetry  in- 
volving large  doses  such  as  In  food  sterilization.^  The  long  and  short  plas- 
tic fibers  would  be  fused  under  heat  at  the  viewing  end.  Care  should  be 
taken  to  fuse  only  a length  shorter  than  the  fiber  diameter  to  avoid  fusion 
of  the  two  images. 

Pure  silica  fiber  or  germanium  doped  silica  low- loss  fibers  such  as 
those  used  for  fiber-optics  communication  purposes  show  a fast  fading.  This 
and  their  low  sensitivity  to  radiation-induced  darkening  exclude  the  use  of 
these  fibers  for  dosimetry. 

ENERGY  DEPENDENCE 

The  diameter  of  the  fiber  is  smaxl^'r  than  the  average  range  of  electrons 
produced  by  the  gamma  rays,  so  that  the  electron  equilibrium  In  the  fiber  Is 
predominantly  defined  by  the  plastic  body  of  the  Instrument,  whose  response 
is  very  close  to  tissue.  Therefore,  according  to  the  Brag  Gray  relation  the 
quantum  energy  response  of  this  dosimeter  is.  In  practice, tissue  equivalent 
within  the  accuracy  limitations  of  Che  readout. 

ALTERNATE  APPLICATION  IN  A FIBER-OPTICS  PERSONNEL  DOSIMETER 

Optical  fibers  also  can  be  used  to  construct  ocher  kinds  of  personnel 
dosimeters  Chan  shelter  dosimeters.  An  example  is  a very  simple  battery- 
operated  tissue-equivalent  dosimeter  based  on  the  transmission  of  light  from 
a light  emitting  diode(LED)  through  a single  fiber.  Closing  a switch  acti- 
vates Che  LED  as  well  as  a solid-state  light  detector  whose  output  is  dis- 
played on  a scale  calibrated  In  rads.  A O.l-mm  diameter  borosilicate  fiber 
can  be  utilized  in  this  dosimeter  for  readings  In  tissue  rads  provided  that 
Che  body  of  Che  dosimeter  is  constructed  of  tissue  equivalent  plastic.  Such 
a dosimeter  would  also  be  sensitive  to  fast  neutrons.  The  diameter  of  the 
fiber  being  less  than  Che  range  of  average  energy  recoil  protons,  the  neutron 
dose  received  Is  close  to  the  equilibrium  dose  of  the  hydrogenous  bulk  mate- 
rial. In  practice,  such  a dosimeter  could  be  built  with  a removable  fiber 
unit  which  either  could  be  replaced  with  a fresh  one  after  exposure  or  re- 
activated by  exposure  Co  heat. 


2.  W.L.  McLaughlin,  "Solid  Phase  Chemical  Dosimeters,  Sterilization  by 

Ionizing  Radiation,"  Proc.  Conf.,  Vienna,  197A,  edited  by  E.R.L.  Goughran 
and  A.J.  Goudle,  Multiscience  Montreal,  pp.  219-253. 


7 


HISA-FM-2199-77 


